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Abstract: The Mach-Zehnder interferometer (MZI) and the 
Vernier-cascade are highly responsive photonic sensors 
with large design freedom. They are therefore very suit-
able for interrogation through a broadband source and 
an on-chip spectral filter, a sensing scheme that is well 
equipped for point-of-care applications. In this work, the 
MZI is shown to outperform the Vernier-cascade through 
a better minimum detectable wavelength shift as well as a 
higher power efficiency, indicating its superiority in this 
sensing scheme. Fabricated MZIs yield bulk detection 
limits down to 8.8 × 10−7 refractive index units (RIU) in a 
point-of-care compatible measuring setup, indicating the 
potential of the proposed sensing scheme.
Keywords: integrated photonics; photonic sensing; 
point-of-care sensing; Mach-Zehnder interferometer; 
Vernier-cascade.
1  Introduction
Label-free integrated evanescent field photonic biosen-
sors are seen as very promising candidates for real-time 
qualitative and quantitative measurements on biological 
systems. In these sensors, a change in effective refractive 
index caused by an analyte is typically converted into a 
measurable quantity, most commonly a resonant wave-
length shift, through an integrated photonic transducer. 
Various types of sensors have been developed: Young and 
Mach-Zehnder (MZI) interferometers, bimodal sensors, 
ring resonators, photonic crystal sensors and various 
others [1–4]. In general, these sensors provide sensitivity, 
selectivity and versatility, which renders them applicable 
in a broad range of disciplines, ranging from medicine 
over food quality control to environmental managing. 
Furthermore, they offer great potential as lab-on-a-chip 
devices, performing point-of-care measurements at an 
affordable cost.
While practical applications have emerged [5–7], their 
breakthrough has been limited by the necessity of either 
an expensive tunable laser or an off-chip spectrometer 
in the readout instrument, making them expensive and/
or slow. Therefore, the instrumentation cost is typically 
high, rendering the system unfit for true point-of-care 
applications. We aim to overcome this important barrier 
by using a broadband light source in combination with 
an on-chip spectral filter as interrogation mechanism [8, 
9]. The filter divides the transducer spectrum into differ-
ent wavelength channels with spatially separated output 
ports. By fitting a curve to this dataset, the central wave-
length of the original sensor spectrum is determined with 
an accuracy that surpasses the resolution of the spectral 
filter itself by multiple orders of magnitude. Nevertheless, 
the fitting accuracy, expressed as a minimum detectable 
wavelength shift, is typically lower than an interrogation 
through a tunable laser, which offers a narrow wavelength 
sweep at high power levels. As such, in order to main-
tain a low detection limit, a very sensitive transducer is 
required, which additionally needs to have a sufficiently 
broad spectrum to be resolvable by an on-chip spectral 
filter. The conventional ring resonator does not meet these 
criteria, as its sensitivity is simply the ratio of the wave-
length to the group index and as such cannot be widely 
tuned. In [10], we proposed the Vernier-cascade, consist-
ing of two such ring resonators in a series connection, as 
a sensor. It is suitable for this interrogation scheme, as its 
sensitivity and spectral period can be freely tuned through 
design, as we will show in this work. Here we will compare 
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this Vernier-cascade sensor with the MZI as a transducer, 
which exhibits very similar properties, as we will also 
show. The MZI has a long-standing tradition as an inte-
grated photonic biosensor in various wavelength ranges 
and material platforms [11–17], including in Si3N4 [18, 19] 
which we will use for our fabricated devices. The Vernier 
has been used in sensing applications as well [20–24]. To 
our knowledge, neither has so far been used in combina-
tion with an on-chip spectral filter, apart from the Vernier 
sensor in our earlier work [9, 10].
First, we discuss the similarity of the sensors in terms 
of spectral period and peak shift under a change in effec-
tive index of the sensing element. Second, we discuss 
the best possible fit function for both types. Third, we 
compare the attainable limit of detection once the signals 
are sampled with the on-chip spectral filter. Noise is also 
added to the spectra to simulate a more realistic measure-
ment environment. These simulations show that the MZI 
can reach lower detection limit and therefore is the better 
choice as a photonic transducer. To conclude, experimen-
tal results of the MZI sensor in a point-of-care compat-
ible measurement setup are shown, attaining a detection 
limit comparable to integrated photonic sensors using a 
tunable laser or an off-chip spectrometer.
2   Theoretical analysis of the 
sensors
As shown in Figure 1A, the Vernier-cascade sensors 
consist of two ring resonators in a series configuration. 
One ring, the sensing ring, is exposed to the analyte, 
while the other, the reference ring, is isolated from 
it through a cladding. As such, the effective index of 
the waveguides of the respective rings is different. An 
extensive theoretical analysis of the spectral character-
istics of the Vernier-cascade sensor was carried out by 
Claes et  al. [10]. If the difference in free spectral range 
(FSR) between the rings is small compared to the full-
width at half-maximum of the resonances of the individ-
ual rings, the spectrum of their Vernier-cascade consists 
of an envelope function spanning multiple constituent 
peaks. Such a small difference in FSR is achieved by 
adapting the roundtrip lengths of the respective rings. 
An example of a spectrum for which this condition is met 
is given in Figure 2. The spectral period of the envelope 
function is then given by [10]
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where FSR refers to the free spectral ranges of the indi-
vidual ring resonators. This can be rewritten as
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where ng is the group index, λp is the peak wavelength and 
L is the roundtrip length. The tracked quantity in a sensing 
experiment with such a structure is the peak wavelength 
of the envelope, which has a strongly increased sensitiv-
ity in comparison with the individual peaks, due to the 
Vernier effect. The sensitivity of this envelope peak wave-
length is given by [10]
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where Δneff,sens represents the change in effective index 
of the sensing arm, caused by a change in bulk index of 
the surrounding medium or a binding event. This can be 
rewritten as
Sensing ring
A B
Reference ring
Cladding
Sensing arm
Reference arm
Cladding
L
sens
L
ref
Figure 1: Schematic of both sensor types. In fabricated devices, waveguides can be curled into a spiral to limit the footprint, as shown in 
Figure 9.
(A) Vernier-cascade (B) Mach-Zehnder interferometer.
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On the other hand, the MZI is already well docu-
mented; it is made up of a waveguide split into two 
separate waveguides, then the light in each arm travels 
a potentially different length, after which the signals 
are recombined, as shown in Figure 1B. Similar to the 
Vernier, the sensing arm is exposed to the analyte, while 
the reference arm is isolated from it through a cladding. 
As such, the arms can have different lengths as well as 
different refractive indices. The spectral period of the 
MZI is given by [1]
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where L is the arm length. This is completely equivalent 
to Eq. (2), if the arm length is substituted by the roundtrip 
length. Likewise, if dispersion is ignored, the sensitivity 
can be written as
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This is again equivalent to the case of the Vernier (Eq. 
(4) upon substitution of the roundtrip length by the arm 
length. Figure 2 shows the spectra of a Vernier sensor and 
a MZI when the roundtrip lengths of the former match the 
arm lengths of the latter. These equations also illustrate 
the design freedom of these sensors, as they imply that 
the spectral period and the sensitivity can be designed 
independently by tuning the arm/ring roundtrip lengths. 
For the Vernier, a larger sensitivity with the same envelope 
period will result in a higher number of constituent peaks, 
while for the MZI, the spectral shape will be completely 
unaltered. These design characteristics makes them very 
suitable for the proposed sensing scheme, where the spec-
tral period of the sensor needs to be adapted to the prac-
tically attainable characteristics of the on-chip spectral 
filter and very high sensibility is desirable to compensate 
the reduced fitting accuracy.
Altogether, these similarities justify the comparison 
between these two structures, as both their sensitivities 
and spectral periods are equal. Therefore, the only differ-
ence in detection limit, given by the ratio of the minimum 
detectable wavelength shift to this sensitivity, is given by 
the minimum detectable wavelength shift. This, for our 
case, is defined by the ability to fit a curve to the filter 
output data and determine the peak wavelength with high 
precision, potentially in the presence of noise.
3   Intrinsic curve fitting potential
For our purposes, the only relevance of the fitted curve is 
the accuracy with which it determines the peak central 
wavelength after the spectrum has been sampled by an 
on-chip spectral filter. Generally, however, the better the 
fit, the more accurate we will be able to determine the 
central wavelength. Therefore, we will first evaluate fitting 
both curves themselves, without involving the discretiza-
tion imposed by the on-chip spectral filter. As a figure of 
merit for the fit, we will directly use the accuracy of the 
extracted peak wavelength.
First, the MZI is considered. As its spectral shape is 
simply a squared cosine, its spectrum is fully determined 
by its period, scaled by its amplitude. Therefore, any MZI 
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Figure 2: Spectra of a Vernier sensor and Mach-Zehnder interferometer, where the respective arms of the latter have the same length as the 
ring roundtrip of the former.
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with the same spectral period trivially has the same spec-
tral shape, irrespective of the arm lengths. For this shape, 
the squared cosine itself can be used as a fit function. 
Therefore, as far as the MZI is concerned, a fitting curve 
is available that represents the actual curve as accurately 
as possible.
For the Vernier, the situation is quite different. The 
function itself is not fitted, but rather its envelope spans 
all the constituent peaks, as shown in Figure 2. In the 
approach of [10] all individual ring resonant peaks are 
approximated by a Lorentzian through a first-order Taylor 
approximation. By further approximating the full widths 
at half maximum (FWHMs) of the rings as equal and 
neglecting the difference between the FSRs of the rings 
in comparison to their absolute value, the envelope of the 
constituent peaks is shown to be well approximated by a 
squared Lorentzian. The peak wavelength of this approxi-
mation corresponds with the peak wavelength of the enve-
lope function. As this method to obtain this fit contains 
multiple approximations, the accuracy of this fit will be 
limited, especially off-peak, in contrast to the MZI where 
a perfect fit is available. The common figure of merit to 
describe such a fit accuracy is the minimum detectable 
wavelength shift, defined as three times the standard 
deviation on a set of fitted peaks on supposedly identical 
spectra, where the difference can arise from either fitting 
limitations or noise.
In comparison with the MZI, the Vernier spectrum is 
determined by numerous additional parameters, which 
makes it more complex but also more versatile. However, 
by making very minor approximations, the number of 
parameters on which the envelope of the Vernier spectrum 
depends can be reduced. If we assume the waveguides 
to be lossless, and all self-coupling coefficients τ which 
govern the coupling between the rings and the access 
waveguides [25] of the ring resonators to be equal, the 
Vernier spectrum is given by
 
2 4
4 2 4 2
1 2
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τ τ ν τ τ ν
−
=
+ − + −  
(7)
where ν is the frequency, Ci = 2πniLi/c with c the speed of 
light in vacuum, ni the effective refractive index and Li the 
roundtrip length of the respective ring resonators. The 
denominator can be rewritten as
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This is only dependent on the roundtrip lengths 
through their weighted sum (C1 + C2) or weighted difference 
(C1 – C2). For the envelope, which is the target of the fitting 
procedure, the high-frequency components will reach their 
extremes at cos((C1 + C2)ν) = ± 1 and cos((C1 + C2)ν/2) = ± 1, 
meaning that the envelope is only dependent on the lengths 
through their weighed difference L1n1 – L2n2, which remains 
constant for any Vernier with the same FSR (Eq. (2)). There-
fore, similar to the MZI, different roundtrip lengths will not 
influence the envelope spectrum at all, as long as the FSR 
remains the same. Furthermore since C1 – C2 scales inversely 
with the FSR, a change in FSR simply results in a ‘stretch-
ing’ of the frequencies, implying that we can normalize all 
results with respect to the FSR. If we make the (typically 
small) assumption that roundtrip propagation losses in 
both rings are equal, losses can be included into Eq. (8) by 
simply substituting τ by Aτ . There will be a change in 
amplitude as well, but this is inconsequential for the shape 
of the spectrum. In conclusion, the only parameter that 
influences the spectral shape of the envelope of the Vernier 
spectrum is the self-coupling coefficient τ.
In Figure 3 this minimum detectable wavelength shift 
per FSR of the sensor is plotted for the Vernier sensor. A 
parameter sweep was done for both the fraction of the FSR 
used in the fit as well as the number of points used. The 
location of the used points was randomized and averaged, 
by modification of the sensor lengths, shifting the loca-
tion of the constituent peaks over the constituent peak 
spacing, while keeping the same FSR and envelope. This 
corresponds to a realistic situation, where, due to fabri-
cation imperfections, we have no control over the exact 
locations of the constituent peaks. Neither losses nor 
noise were included, to assess the intrinsic accuracy of 
the fit. As a fit function, the squared Lorentzian proposed 
by Claes et al. [10] is used. The self-coupling coefficients 
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Figure 3: Minimum detectable wavelength shift of Vernier sensor 
per FSR in function of fraction of the FSR used and number of points 
used in fit.
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of the ring resonators were chosen at 0.7, but the observed 
trends are valid for other values as well.
The results from these simulations indicate that with 
this fit, in a noiseless and lossless situation, the fit reaches 
an accuracy down to 10−5 times smaller than the FSR, if 
sufficient points are available close to the peak. This value 
could be improved even more by going closer to the peak, 
but this is not relevant for utilization in combination with 
an on-chip spectral filter. The main conclusion is that the 
fit quickly deteriorates once a large fraction of the FSR is 
included, due to reduced accuracy of the fitting function 
further away from the peak. There is also a small dete-
rioration for a reduced number of points but much less 
severe. Despite these trends, even in the worst case, where 
only four points are used, spanning the whole FSR of the 
MZI, the accuracy of the fit is still 100 times smaller than 
the FSR of the sensor.
As described before, the presented results are valid 
for any Vernier with the same self-coupling coefficients, 
as these will have exactly the same envelope function. 
We can expect that Verniers with higher self-coupling 
coefficients will yield even better minimum detectable 
wavelength shifts, as they will have a sharper peak, due 
to the higher Q factor of the individual ring resonators. 
While this would be desirable to further optimize the 
intrinsic results, this is not compatible with the given 
sensing scheme, where on-chip spectral filters sample 
the spectrum. Apart from the availability of an adequate 
fitting function, there is another important property that 
determines the suitability of a sensor for the given sensing 
scheme: the total transmitted power. As the aim is to 
construct a point-of-care sensor, cost-efficiency is of the 
utmost importance, and a more power-efficient device can 
use a cheaper light source. The transmitted power of the 
Vernier will be substantially lower in comparison with the 
MZI, as the cascaded rings filter out most of the power. 
This can be clearly seen in Figure 2. The consequences of 
this are shown in Figure  4, where the ratio of transmit-
ted power of the MZI to the Vernier within a single FSR is 
shown, for different self-coupling coefficients, as a func-
tion of sensing arm length in case of the MZI and ring 
roundtrip lengths in the case of the Vernier. Propagation 
losses of 1 dB/cm were added, as this is the typical order 
of magnitude for the material platform that will be used 
for fabrication [26].
Even for short sensors, where the propagation 
losses are negligible, the MZI is more power-efficient by 
a factor of five than the Vernier sensor with the lowest 
self-coupling coefficient, and the ratio increases by mul-
tiple orders of magnitude for higher τ values. For longer 
sensors, the effect is even more pronounced. This higher 
power efficiency is a fundamental advantage of the MZI in 
point-of-care applications.
4   Performance after sampling 
by an on-chip spectral filter
In this work, the aim is to use a broadband light source in 
combination with an on-chip spectral filter as a read-out 
mechanism. Therefore, while the intrinsic accuracy of the 
curve fitting sets an important upper limit on the preci-
sion, the true figure of merit of the described sensor is the 
precision with which a spectrum sampled by an on-chip 
spectral filter can be translated to a peak wavelength, as 
that will define the practical minimum detectable wave-
length shift. This sampling procedure can be simulated 
by taking the convolution of the original spectrum of the 
sensor with a generic spectral filter channel, and then 
taking spectrally equidistant discrete points from the 
resulting curve as sampled spectrum to execute the fit on.
For the MZI, this sampling yields data exactly corre-
sponding to the original curve. This can be understood as 
follows: If a normalized, perfect rectangular filter channel 
is assumed, an analytical solution of the convolution of 
the sensor spectrum with the filter spectrum is possible. In 
the frequency domain, this convolution yields
1 2
1 2
1 2
( )2MZI 1 sin cos(( )( ))
( ) 2 c
C C C C
C C
∆ν
ν ν
∆ν
 
−
∗ = + − −  
−
ó
 (9)
where νc corresponds to the central frequency of the filter 
channel, Δν is the spectral width of the channel, and Ci 
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Figure 4: Ratio of total transmission within one FSR of the MZI to 
the Vernier. τ indicates the self-coupling coefficients of the Vernier 
sensor.
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equals 2πniLi/c, similarly to previous section but with L 
now the MZI arm length instead of roundtrip length. This 
has the same cosinusoidal shape as the original spectrum 
and can therefore be fitted perfectly with the same fit 
function. There is a reduction of the extinction ratio and 
this could come into play if noise is added, but in practice 
Δν(C1–C2) will be very small, and the effect will typically 
be negligible. Hence, the original MZI spectrum is quasi 
exactly reproduced by the rectangular spectral filters. 
A similar conclusion holds for Gaussian filters, which 
approximate the channels of an on-chip arrayed wave-
guide grating [8].
For the Vernier, on the other hand, such an analytical 
solution is not possible, but it is apparent that numerous 
difficulties arise to represent the envelope curve through 
filtering. In Figure 5 a Vernier spectrum is shown, con-
volved with rectangular channels with different widths. A 
relatively low number of constituent peaks was selected to 
illustrate that the constituent peaks are only sufficiently 
averaged out when the width of the channel is at least 1.5 
times the period of the constituent Vernier peaks. Even if 
this condition is met, the spectral shape of the original 
envelope, in particular the extinction, is not completely 
retrieved, which impedes the fit.
To illustrate this, in Figure 6, the simulated minimum 
detectable wavelength shift is shown for the Vernier after 
sampling by a perfect Gaussian channel, as a function of 
both channel spacing and self-coupling coefficient. As the 
FWHM of the channel proved to have a negligible effect 
on the results, it was kept equal to the channel spacing for 
simplicity. A lengthy Vernier sensor with sufficient con-
stituent peaks to ensure adequate averaging by the filter 
channels was selected. The central wavelengths of the 
filter channels were randomized with respect to the central 
wavelength of the sensor, over the used channel spacing, 
as in practice this relative position changes during a meas-
urement. The filter channel spacing itself was not rand-
omized, as it is highly reproducible in fabricated devices 
[8]. No noise was added, to directly assess the effect of the 
filtering procedure.
For the channel spacing to sensor FSR ratio, a com-
promise has to be made between using a high number of 
points and using a small fraction of the FSR. Within the 
sweep used in Figure 6, the number of points is rather 
low, as it usually will be in practice. Therefore, the choice 
was made to include the full FSR in the fit. This means the 
used number of points is equal to the ratio of the FSR and 
the channel spacing.
The results of Figure 6 indicate that a smaller filter 
width and higher self-coupling coefficients are preferred, 
reaching a precision 10−5 times smaller than the spectral 
period of the sensor. For a bigger channel spacing, cor-
responding to a more coarse discretization, the optimum 
is not reached at the highest self-coupling coefficient but 
rather at intermediate values. The reason for this is that 
peaks with a high τ are sharper, and not enough points 
within the actual peak remain after a coarse discretiza-
tion. This indicates that the optimal design of the Vernier 
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Figure 5: Convolution of Vernier spectrum with Gaussian channels of different width. R indicates the ratio of the filter channel width to the 
period of the constituent Vernier peaks.
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sensor depends on the characteristics of the spectral filter. 
Upon comparison of the data for τ = 0.7  with the unfil-
tered data in Figure 3, it can be seen that the approximat-
ing character of the sampling deteriorates the minimum 
detectable wavelength by a factor 3–5. This indicates a 
loss in accuracy of fitting due to the inexact reconstruc-
tion of the envelope function through the spectral filters, 
in contrast with the MZI, where the original spectrum is 
reconstructed exactly.
5   Performance after addition 
of noise
In a realistic measuring environment, measurement 
noise will present. In this section, the sensor will be 
exposed to various levels σ of noise. For these simula-
tions, a spectral filter with channel spacing of 1/10 the 
sensor FSR was selected, similar to what will be used in 
the fabricated devices in the next section. All 10 obtained 
points were used in the fit, as Figure 3 indicates that a 
fit of 10 points over the full FSR yields a similar result to 
5 points over half the FSR and using a large number of 
points is expected to reduce the susceptibility to noise. 
The spectra were normalized after sampling by the spec-
tral filter, as most noise sources will scale with the inten-
sity. Both Vernier and MZI spectra were assumed lossless, 
and for the Vernier self-coupling coefficients of 0.7 and 
0.9 were tested.
The results, given in Figure 7, show a linear curve for 
the MZI throughout the whole σ range, confirming that the 
fit can achieve arbitrary precision and is only limited by 
the noise. For the Vernier, this is not the case, as there is a 
threshold under which the noise has no influence where 
the system is limited by the intrinsic fitting accuracy. This 
saturation level corresponds to the value found in Figure 
6 and thus depends on the self-coupling coefficient, as 
illustrated here, as well as the ratio of the filter channel 
spacing to the FSR of the sensor.
In the regime where noise becomes the dominant 
limitation, the Vernier with self-coupling coefficients 0.9 
briefly surpasses the MZI, before increasing very steeply 
for higher noise amplitudes. This is because a high self-
coupling coefficient will result in a sharper spectrum, 
and it therefore can result in a more precise fit. For higher 
noise values, however, this sharpness becomes a draw-
back; because of the relatively high channel spacing of the 
spectral filter, most off-center points will ‘drown’ in noise. 
Because of this, the Vernier with lower self-coupling coef-
ficients increases less dramatically for higher noise values 
but never surpasses the MZI.
From these simulations, it is clear that the optimal 
Vernier design will depend on numerous factors, includ-
ing the expected noise as well as the spectral filter design. 
For very low noise levels, the MZI is very likely to outper-
form any Vernier, because of the inherent fit inaccuracy 
of the latter. For higher noise level, it is in principle pos-
sible for a well-designed Vernier sensor to slightly outper-
form an MZI, but the difference is limited. However, even 
in those cases, the MZI still seems the better choice for a 
point-of-care application, because it has a higher power 
efficiency, as described in Section 4. This low power effi-
ciency is true in particular for Verniers with high self-cou-
pling coefficients, which are required to surpass the MZI 
in terms of minimum detectable shifts.
6   Data averaging
These sensors were designed and optimized to be meas-
ured with an (on-chip) spectral filter. In this measurement 
scheme, there is no wavelength sweeping required and the 
channels of the on-chip spectral filter can be measured in 
parallel; thus, the only limiting factor on the measurement 
frequency is the speed of the camera or photodiodes that 
monitor the intensity of the outputs of the spectral filter. 
This means that data averaging to improve the minimum 
detectable wavelength shift will be possible in most prac-
tical applications. This is a non-trivial procedure, as aver-
aging can be executed directly on the collected data, or on 
the obtained wavelengths after fitting. To examine this, a 
simulation was executed in which, each time, averaging 
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Figure 7: Minimum detectable wavelength shift for the MZI(circles) 
and the Vernier with self-coupling coefficients 0.7 (squares) and 0.9 
(triangles) when noise is added.
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was done over 24 noisy spectra, before or after the fitting. 
In Figure 8 the obtained improvement on the minimum 
detectable wavelength shift through averaging is shown. 
This graph primarily indicates that it is possible to 
improve the minimum detectable wavelength shift by over 
a factor 10 for both sensor types, further lowering the limit 
of detection. It also shows that it is more advantageous to 
average the raw data rather than the fitted results.
7   Experimental verification of MZI 
sensor in combination with an 
on-chip spectral filter
Sensors were fabricated in the novel Si3N4 material plat-
form [26] to assess the practically reachable limit of detec-
tion and compare the technique with similar sensors. 
This material platform was selected because, in contrast 
to silicon-on-insulator, Si3N4 is transparent in the very 
near-infrared wavelength range where water absorp-
tion is lower and cheaper light sources and detectors are 
available in comparison with telecom range. The wave-
guides used in the sensors are rectangular, with a width of 
700 nm and a height of 220 nm.
The used on-chip spectral filter was an arrayed wave-
guide grating with a channel spacing of 1 nm, as described 
in [8], where performance is shown to deteriorate for a 
smaller channel spacing in this material platform. Grating 
couplers [27] were used to couple light to and from the 
chip, at the input side through flood illumination of 
the chip surface with a freespace broadband source. An 
of-chip monochrome CMOS camera with a frame rate of 
10 fps was used at the output side to monitor the inten-
sity of the different channels of the spectral filter simul-
taneously. Similar to the material platform, these choices 
were made to ensure a point-of-care compatible sensing 
mechanism, as neither expensive optical components nor 
extremely high alignment precision is required.
Because both the on-chip spectral and the sensor 
themselves are rather spacious, only a limited sweep 
was implemented. Unfortunately, the fabricated Vernier 
sensors proved too power inefficient to perform a meas-
urement, even when replacing the free-space source with 
a more efficient fiber-based equivalent. This confirms 
the observations made in section IV and means only MZI 
results are available from this material platform. A similar 
experiment in silicon-on-insulator with the Vernier sensor 
was performed by Claes et al. [10], resulting in a detection 
limit of 1.6 × 10−5 refractive index units (RIU).
Numerous fabricated MZI devices were characterized 
through bulk experiments, to assess the experimental 
minimum detectable wavelength shift and the detection 
limit. Similar to the aforementioned simulations, the 
minimum detectable wavelength shifts is convention-
ally defined as three times the standard deviation on the 
signal when no external changes are applied. Five of these 
sensors were measured in parallel, with a spectral period 
of 7 nm resulting in seven points per FSR which were all 
used in the fit. The sensing arm has a length of 1835 μm, 
and the reference arm measures 1912 μm. A microscopy 
picture of two of these sensors is shown in Figure 9.
The resulting sensorgram is shown in Figure 10. In this 
experiment, the sensor was exposed to increasing con-
centrations of HCl, alternated with water. The respective 
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Figure 8: Minimum detectable wavelength shift (MDWS) improve-
ment through averaging for the MZI (circles) and the Vernier 
(squares), all with averaging over 24 data points, spread out differ-
ently before versus after fitting the data.
Figure 9: Microscopy picture of two MZIs. The arms are curled up to 
reduce the footprint of the sensor.
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concentrations of HCl were 0.05 M, 0.1 M, 0.2 M and 1 M, 
corresponding to effectice indices of 1.3331, 1.337, 1.3345 
and 1.3408, respectively, in reference to the refractive 
index of water, 1.3328. Blood and urine, the most likely 
analytes in practical applications, have refractive indices 
of the same order [28].
After averaging over four data points, the minimum 
detectable wavelength shift for the five measured sensors 
was on average 13 pm. σ, measured as the average standard 
deviation on the measured intensity of a single spectral 
filter channel over time normalized by its amplitude was 
0.02, in good agreement with the simulation in Figure 7.
In combination with the measured sensitivities on the 
order of 2100 nm/RIU this yields a detection limit around 
6 × 10−6 RIU. Similar values were achieved numerous 
times, with an outlier of 8.8 × 10−7 RIU. These values are 
comparable with similar photonic sensors, most of which 
use more expensive readout mechanisms [1]. Moreover, 
the presented simultaneous measurement of five sensors 
indicates the ease of multiplexing. Also note that while it 
is a drawback for bulk sensing, the high-index-contrast 
material platform is particularly suitable for adlayer 
sensing. This indicates that this sensor comparatively will 
perform even better in surface sensitivity.
8   Conclusion
The MZI and Vernier sensor were proven equivalent in 
both spectral period and sensitivity, upon replacing the 
arm length of the former by the ring roundtrip of the latter, 
both compatible with cost-efficient interrogation through 
a broadband source and an on-chip spectral filter. The 
capacity of both sensing mechanisms to precisely assess 
the peak wavelengths was investigated. For low noise 
levels, the MZI strongly outperforms the Vernier, as its 
sinusoidal spectrum can be fitted with infinite precision. 
In some cases with higher noise levels, a well-designed 
Vernier sensor can slightly outperform the MZI in terms 
of minimum detectable wavelength shift, but the latter 
still seems the better choice for interrogation through an 
on-chip spectral filter due to its much higher power effi-
ciency. After fabrication, such a MZI in combination with 
an on-chip spectral filter yielded a detection limit com-
parable with sensing mechanisms with a more expensive 
interrogation mechanism, paving the way to numerous 
point-of-care applications.
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